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Abstract—At-home screening systems for obstructive sleep apnea (OSA) can bring convenience to remote chronic disease
management. However, the unsupervised home environment is subject to cheating from a non-compliant user, either by using another
person to substitute for the test or manipulating the data communication during the test, which lowers the credibility of at-home OSA
screening. To improve trustworthiness, this work presents SIENNA, an insider-resistant breathing-based authentication/pairing
protocol. SIENNA leverages the uniqueness of breathing patterns to automatically authenticate a user and pairs two main components
of an OSA kit, e.g., a mobile OSA app and a physiological monitoring radar system (PRMS). SIENNA does not require biometric
enrollment and instead transforms the respiratory belt measurements taken during the user’s routine physical checkup into breathing
biometrics comparable with the PRMS readings. Furthermore, it can operate within a noisy multi-target home environment and is
secure against a co-located attacker through the usage of JADE-ICA, fuzzy commitment, and friendly jamming. We fully implemented
SIENNA and evaluated its performance with medium-scale trials. Results show that SIENNA can achieve reliable (> 90% success
rate) user authentication and secure device pairing in a noisy environment against an attacker with full knowledge of the authorized
user’s breathing biometrics.

Index Terms—telemedicine, non-contact sleep monitoring, test compliance, wireless security, continuous authentication, continuous
wave radar, mmWave radar, mmWave sensing, independent component analysis, joint approximate digaonalization of eigenmatrices,
fuzzy commitment, key derivation, error-correcting codes
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1 INTRODUCTION

O VER twenty-five million adults in the US suffer from
obstructive sleep apnea (OSA), an airway muscle-

related breathing condition that involuntarily causes res-
piratory cessations during sleep. Poor treatment can lead
to excessive daytime fatigue, high blood pressure, cardio-
metabolic conditions, along with a myriad of health
problems [1]. A traditional diagnostic procedure is the
polysomnography (PSG). It requires the patient to stay in
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a laboratory overnight and be attached to multiple sen-
sors/electrodes to track various sleep-related physiological
parameters, which renders the procedure highly obtrusive,
expensive, and scarce.

Compared to PSG, emerging at-home OSA monitoring
systems leverage radar sensing technologies to monitor
respiratory symptoms related to OSA. They allow users
to conduct self-administered tests without visiting sleep
laboratories. However, one major issue preventing the wide
adoption of these systems is cheating. Several professions
within the patient population worry that positive OSA test
results could jeopardize their careers. Some may ask their
friends or family members to substitute for the test, or
eavesdrop/spoof the data communication during the test
to manipulate the outcomes [2].

Many at-home OSA test kits today employ countermea-
sures to fend off user spoof or data spoof. But they are
often cumbersome and require additional steps to set up.
For example, some kits use tamper-resistant bracelets to link
a user to the test kit, hence preventing user spoofing and
ensuring secure data transfer [2]. However, the patient is
tethered to the kit throughout the test, limiting the range of
motion and lowering the comfort level. Other kits leverage
vital-based biometric authentication to verify the user’s
identity [2]. But the systems require the user’s assistance
to collect and train with the user’s vital patterns, which is
not secure for at-home OSA screening.

Aiming to address the aforementioned issues, this work
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introduces SIENNA: inSIder rEsistaNt breathiNg-based
Authentication/pairing, a respiratory-based training-free
device pairing and user authentication protocol. The pro-
tocol automatically pairs an OSA app and an OSA radar
sensor and simultaneously authenticates the user using
breathing patterns. It does not require user efforts to enroll
the respiration biometric via the radar sensor. Instead, it
can transform the respiratory belt measurements collected
during routine physical checks to the radar readings, hence
minimizing user interactions and preventing spoofing dur-
ing the initial setup.

Compared to other authentication and device pairing
systems that uses physiological biometrics, SIENNA faces
a stronger attacker, e.g., an insider attacker (non-compliant
user) with knowledge of the breathing patterns. To address
the security vulnerabilities against such an attacker, the
design integrates JADE-ICA [3], fuzzy commitment, [4], and
friendly jamming [5]–[7]. The JADE-ICA allows the radar to
identify the unique patterns of a person’s breathing in a
multi-person environment. The fuzzy commitment authen-
ticates the user and establishes a shared secret key between
the radar and the mobile phone. And the friendly jamming
prevents the insiders from learning the security key.

We formally analyzed the security of SIENNA based on
the attacker’s knowledge of the context information, and
implemented a laboratory prototype consisting of a physi-
ological radar monitoring system (PRMS) and an Android-
based OSA app. We conducted an evaluation consisting of
20 subjects spanning over one month. The results show that
SIENNA achieves reliable user authentication and device
pairing within a noisy at-home environment with multiple
free moving persons in the background. It also prevents
unauthorized receivers from retrieving the secret key, re-
gardless of their locations or knowledge of the user’s respi-
ration patterns.

2 PRELIMINARY

Before introducing SIENNA, we present a brief overview
of two common devices used to measure breathing: the
respiratory belt and the PRMS.

A clinical respiratory belt is a chest belt that measures
changes in thoracic or abdominal circumference during
respiration. It is often used during the physical checks
before respiratory disease studies, such as OSA, asthma,
emphysema, and cystic fibrosis. A transducer is embedded
within each belt to generate a substantial linear signal in
response to changes in thoracic circumference (Fig. 1a). The
analog output is connected to a data acquisition (DAQ)
system that filters and digitizes the signal. As a clinical
instrument, the DAQ uses a high analog-to-digital converter
(ADC) sampling rate (100kS/s) to assure data quality.

An at-home PRMS is a low-cost radar sensor developed
for at-home OSA screening purposes. It utilizes the working
principle of the Continuous Wave (CW) Doppler radar, in
which a patient’s chest displacement due to respiratory
motion is detected through phase shifts of the reflected
transmission signal. We consider Fig. 1b, with the distance

Fig. 1: Left to right: (a) The respiratory belt detects chest
displacement (breathing) through changes in thoracic or ab-
dominal circumference; (b) The PRMS detects displacement
(breathing) in patient’s chest through phase offset between
the TX and RX signal.

offset due to chest movements being x(t), and the in-phase
(I) and quadrature phase (Q) being:

BI(t) = AI cos

(
θ0 +

4πx(t)

λ
+ δθ(t)

)
BQ(t) = AQ sin

(
θ0 +

4πx(t)

λ
+ δθ(t)

)
where λ is the signal wavelength, θ0 is the phase delay
due to the nominal distance between the radar transmitter
and the user’s torso, surface scattering, and radar’s RF
chains, and δθ(t) is the residual phase noise. The phase
shift corresponds to the respiratory movement and can be
computed via arctangent demodulation:

θ(t) = θ0 +
4πx(t)

λ
= arctan

(
AIBQ(t)

AQBI(t)

)
.

The demodulated signal is sampled by a low-cost ADC (less
than 1kS/s) to create the digital recordings.

3 PROBLEM DESCRIPTION

If a person has symptoms of OSA, such as loud snoring,
morning headaches, and lack of energy during the daytime,
he will first visit a physician for an examination. Several
measurements will be taken during the physical check-up,
including heart rate, breathing rate, and blood pressure. If
the physician suspects that the patient suffers from OSA,
he will refer the patient to an at-home sleep test. The clinic
will follow up with the patient by sending a PRMS to the
patient’s home and instructing the patient to download an
OSA app. The patient will set up the PRMS and pair it with
the OSA app to prepare for the test. Assuming the patient is
a non-compliant patient who aims to launch a spoofing at-
tack on the system, SIENNA provides a countermechanism
that aims to address two security challenges: (1) allow the
OSA app to recognize and pair with the intended PRMS, (2)
allow the PRMS to authenticate and monitor the intended
subject. We elaborate on these challenges in the system and
adversarial models below.

3.1 System Model
We consider an OSA screening system with two modules:
(1) A mobile phone app that aggregates the screening data
and (2) a PRMS to collect the breathing related OSA data.
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Furthermore, we assume the following. (1) Wireless inter-
face: The phone app and the PRMS are equipped with radio
interfaces such as Bluetooth. (2) Computation: The PRMS
can perform computational inexpensive cryptographic al-
gorithms, such as SHA-256 hash and AES. (4) Security: The
phone app and the PRMS do not have any prior security
associations. The user’s health records, including the vital
measurements taken during the initial physical examination
(Fig. 2a), are stored within the associated OSA mobile app
(assuming the user has already set it up and logged into it).

3.2 Adversary Model
A key difference of our adversary model compared to ex-
isting work is that the system’s legitimate user could also
be an attacker. The objective of this non-compliant user is to
either eavesdrop on the communication between the system
modules or manipulate the system into accepting false data.

Eavesdrop. The patient may listen to the communication
channel between the PRMS and the phone, intending to ex-
tract the content during their pairing process. For instance,
the patient may intercept the key exchanged between the
PRMS and the phone to decrypt and review all data records
before a doctor examines them. If the patient identifies
patterns related to OSA symptoms, he can have time to
come up with an excuse.

Spoofing. The patient may ask another individual to
substitute him for the test. The patient may also leverage
the eavesdropped key to inject false data and manipulate
the OSA test outcome. For instance, the patient may collect
normal patterns prior to the test and replay the normal data
records to the phone during the test.

4 SIENNA
To defend against eavesdropping and spoofing attacks,
we present SIENNA: inSIder rEsistaNt breathiNg-based
Authentication/Pairing. SIENNA derives a symmetric key
by leveraging the user’s respiratory measurements collected
during triage screening to enable zero-interaction user au-
thentication and device pairing between the PRMS and
its associated OSA mobile application. SIENNA applies
phase unwrapping and digital filtering to enable cross-
modal comparison between respiratory patterns collected
by the respiratory belt and those collected by the PRMS. SI-
ENNA further employs a combination of JADE-ICA, fuzzy
matching, and friendly jamming to account for the signal
noise generated from a multi-person environment and to
prevent a non-compliant user from tampering with the OSA
screening process.

4.1 Overview
The system flow of SIENNA is shown in Fig. 2. It begins
when the user visits the sleep clinic for an OSA pre-
examination. As a part of the physical examination, a med-
ical staff measures the user’s breathing with a respiratory
belt (Fig. 2a). If an at-home OSA test is deemed necessary,
the clinic issues a PRMS and instructs the user to install
a mobile OSA app with records of the belt measurements.
Upon returning home, the user sets up the PRMS and
activates the app. The app automatically seeks to pair with

a PRMS that observes similar respiration patterns as the
belt measurements. Thus, the pairing is achieved when the
PRMS successfully authenticates the user. (Fig. 2b). After the
authentication and pairing steps, the PRMS continuously
monitors the user and securely forwards the breathing data
to the app (Fig. 2c). Once the OSA test is completed, the
app uploads the breathing data to the server. The doctor
analyzes the OSA data to provide a prognosis and prescribe
OSA treatment options if necessary. (Fig. 2d).

4.2 Cross-Modality Pattern Mapping

The principal element of SIENNA is the relationship be-
tween the respiratory belt and PRMS measurements. Albeit
monitoring the same respiratory events, the mechanisms
and hardware of the respiratory belt are in stark contrast
to those of the PRMS. For instance, the respiratory belt
transducer provides a linear response to the thoracic or
abdominal circumference changes during respiration; while
the arctangent demodulation of PRMS gives the same value
when the observed chest motions differ by multiples of the
carrier signal wavelength. The latter phenomenon, known
as phase aliasing, creates artificial jumps in the PRMS
readings. In addition, the respiratory belt is connected to
a benchtop data acquisition hardware with a high ADC
sampling rate of 100kS/s, allowing the system to capture
the full spectrum of the breathing motion, including its fun-
damental frequency component (representing the breathing
rate) and the harmonic frequency components (representing
detailed shapes of the breathing patterns). On the other
hand, the PRMS has a less capable ADC (1kS/s) and a corre-
sponding low pass filter to remove signals above the ADC’s
Nyquist rate. Hence, it can only capture a partial spectrum
of the breathing motion, including the fundamental and a
few harmonic frequency components.

To extract comparable respiratory patterns, SIENNA ap-
plies an unwrapping function on PRMS readings to mitigate
phase aliasing. Let r be the time domain PRMS readings.
The unwrapping function checks the difference between
every two consecutive samples,

|r(ti)− r(ti−1)| i = 1, ..., n− 1

If the current value is greater than or equal to π radians, it
shifts r(ti) by adding multiples of±2π until the jump is less
than π. The results are filtered through a high pass filter to
remove the DC bias caused by unwrapping and normalized
with

r̂ =
r

max(r)−min(r)
.

The time domain signal is then transformed into frequency
domain via fast Fourier transform (FFT),

R = FFT(r̂)

to produce the respiratory pattern. For the belt readings,
SIENNA filters the signal using a low pass filter to match the
PRMS’s frequency range, normalizes the results, and applies
FFT(·) to provide the frequency domain respiratory pattern.
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Fig. 2: Left to right: (a) In hospital: a medical technician measures the patient’s breathing patterns using a respiratory belt
and upload to the mobile OSA app; (b) At home: The PRMS authenticates the user and pairs with the OSA app by matching
with the patterns stored in the OSA app; (c) User start the OSA test with the PRMS recording12 the breathing and securely
uploading the data to the OSA app; (e) Doctor examines the data for any abnormalities.

4.3 Breathing Separation with JADE-ICA

Home environments are noisy and unpredictable, with the
possibility of irrelevant individuals being in close vicinity to
the user. To retrieve the correct context in an environment
with potentially multiple subjects, SIENNA augments the
PRMS modality with a breathing separation module, which
reconstructs the breathing signals of multiple co-located
individuals to select the correct target. The goal of the sepa-
ration module is to reconstruct the source signals from a set
of mixtures, without knowledge of the sources’ properties
or the proportions of the mixtures. Since respiration sig-
nals are non-Gaussian and independent from individuals,
whilst mixed linearly at the PRMS receiver, one can recover
the source signals using independent component analysis
(ICA) [8], which is formulated as the following. Assume N
independent time varying sources ri(t), i = 1 . . . N , and M
different observations xi(t), i = 1 . . .M . For T time units
(t = 1 . . . T ), we can define the source signal as an N × T
matrix,

RN×T =

R11 R12 . . .
...

. . .
RN1 RNT

 ,
and the observed mixtures as an M × T matrix,

XM×T =

 x11 x12 . . .
...

. . .
xM1 xMT

 .
The mixtures are produced as the product of the source and
a mixing matrix WM×N , e.g.,

XM×T = WM×N ×RN×T .

The goal of ICA is to recover RN×T and WM×N given
only XM×T , assuming ri(t), i = 1 . . . N are independent
and non-Gaussian. We employ the joint approximate diago-
nalization of eignematrices (JADE) algorithm [9] to perform
ICA, with the details omitted to conserve space.

The JADE algorithm extracts independent non-Gaussian
sources RN×T , e.g., the breathing pattern of individual tar-
gets, from signal mixtures with Gaussian noise XM×T , e.g.,
the breathing mixture received by the PRMS, by construct-
ing a fourth-order cumulants array from XM×T . Specifi-

cally, assuming T > M,N , the algorithm first applies PCA
to whiten XM×T , yielding

Ptr
T×K = BK×M ×XM×T ,

with a whitening matrix BK×M . Post-whitening, the
columns of the whitened matrix PT×K are orthogonal with
equal variance. Any rotation of PT×K will not change the
independence between it column vectors. The algorithm
then tries to find a rotation matrix VN×N to maximize
the independence between the row vectors of the rotated
PT×K , which is achieved when the fourth-order cross-
cumulants between the row vectors are zero and their auto-
cumulants are maximal. Once VN×N has been identified,
the demixing matrix can be computed as

W+
N×M = VN×N ×BN×M ,

and the source matrix as

RN×T = W+
N×M ×XM×T ,

More detailed information on JADE and cumulant tensor
array can be found at [3] and the Matlab code on the website
[10].

4.4 Fingerprinting with Level-Crossing Quantization
After target separation, the PRMS compares the breathing
patterns of individual targets with the belt measurements
pre-loaded in the OSA app to authenticate the user and pair
with the app. A fingerprint extraction function, EXT(·), is
used to generate the binary fingerprints for authentication
and pairing. Thus, the binary strings produced by EXT(·)
must meet two criteria: (1) they must look sufficiently simi-
lar in Hamming space if they are to represent the breathing
process of the same person, and (2) they must preserve the
uniqueness of the breathing dynamic that distinguishes the
subject from other individuals.

To achieve these objectives, EXT(·) uses level-crossing
quantization to sample the respiration patterns, R, with two
predefined thresholds (Fig. 3). Let q+, q− be the thresholds
values such that q+ > q−, we define a quantizer QTZ(·):

QTZ(x) =


10 if x ≥ q+
01 if x ≤ q−
00 if q− < x < q+
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Let δf be the time interval between adjacent sampling
instants. The binary fingerprints obtained by EXT(·) is

p = EXT (R(fstr, fend)) = [QTZ (R(fstr)) , ...,

QTZ

(
R(fstr + b

fend − fstr

δf
cδf

)
],

which can be compared in Hamming space.
However, the result of a single level-crossing quantiza-

tion loses details in the original breath pattern and fails the
second objective. To address this issue, we apply multiple
passes of level-crossing binary quantizations, each at a
distinct pair of levels, qi+, qi−, and concatenate them to
generate the binary fingerprints. Intuitively, it is equivalent
to create a pair-wise linear approximation of the breathing
pattern, with quantization error equal to the level density.

A binary fingerprint longer than a pre-defined length,
is padded and divided into multiple subsequences,
[p1, p2, ..., pn], to create

p = p1 	 p2 	 ...	 pn,

with 	 denoting the exclusive OR (XOR) operation.

Fig. 3: Encoding of a breathing pattern signal & generation
of a key using level-crossing quantization.

4.5 User Authentication and Device Pairing
Finally, SIENNA compares the binary fingerprints via a
jamming-protected fuzzy matching protocol to authenticate
the user and establish a symmetric key in the presence of an
eavesdropper (Fig. 4).

Traditional context-based authentication and key estab-
lishment protocols are not secure when the context infor-
mation is known to an adversary [11]. In our case, the user
whose identity is pending verification is the same individual
who wishes to compromise the secret key, and therefore has
complete knowledge of the context, that is, their breathing
patterns. SIENNA addresses such an insider threat with
a cross-layer design that employs two security primitives:
fuzzy commitment [4] and friendly jamming based on
dialog codes[5]–[7]. The fuzzy commitment scheme is a
cryptographic protocol that allows secure sharing of a secret
using similar-but-not-identical context information, while
the friendly jamming scheme corrupts the signal toward the
unintended receiver. Both protocols combined ensure that

Fig. 4: User authentication and device pairing protocol for
two devices observing similar data to establish a symmetric
key in the presence of an adversary.

an eavesdropper with the correct context cannot recover the
key exchanged between the pairing devices.

Let σ be a secret value. A fuzzy commitment using an
opening feature, φ, and a hash function, H(·) transforms a
secret value σ into a commitment,

{χ,H(σ)} = COMMIT(σ, φ),

such that χ appears random and devoid of any information
about σ. All opening features φ̂ reveal σ via

σ = OPEN(χ, φ̂),

if and only if the Hamming distance HAM(φ, φ̂) ≤ τ ,
where τ is a parameter denoting the maximum allowable
Hamming distance between φ̂ and φ to reveal σ.

To initiate the protocol, the OSA app, a, broadcasts a
message, {H(k0), tstr, tend}, where k0 denotes the a public
parameter known to all parties1. tstr and tend denote the
starting and ending timestamps for the PRMS, b, to capture
the respiratory patterns.

Let Ra = FFT(ra(t0, t0 + tend − tstr)) be the breathing
pattern stored in the OSA app, and Rb = FFT(rb(tstr, tend))
be the breathing pattern captured by the PRMS within the
specified time interval. The two devices extract breathing
fingerprints pa = EXT (Ra) and pb = EXT (Rb), via the fin-
gerprint extraction function EXT(·) : {1, 0}∗ 7→ {1, 0}M∗2K

(detailed in Sec. 4.4). If the PRMS observes a breathing
mixture of multiple subjects, the mixture is first separated
into the breathing patterns of individual subjects (detailed
in Sec. 4.3), which are processed by EXT(·) to create multiple
fingerprints, one for each subject.

Once the breathing fingerprints are generated, a ran-
domly selects a key salt, s ∈ {1, 0}N∗2K , and transforms
it into a commitment {c ∈ {1, 0}M∗2K ,H(s)} using the
breathing fingerprint, pa. Specifically, a encodes s via the
Reed-Solomon (RS) encoding function

l = RS(2K ,M,N, s) ∈ FM2K

1. The protocol can be extended to a multi-round key evolution
protocol, by replacing H(k0) with H(k), where k denotes the key used
in the previous iteration
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and computes:

c = l 	 pa.

Henceforth, a and b exchange c through dialog codes
to defend against an insider attack. First, a converts the
commitment,

{c,H(s)}

into OFDM symbols, duplicates each symbol back-to-back,

DUPSYM ({c,H(s)}) ,

and broadcasts all the symbols. Simultaneously with a’s
broadcast, b randomly jams either the original symbol or
its repetition [5], [6],

PHYJAM (‖DUPSYM ({c,H(s)}) ‖) ,

To jam a symbol, b transmits a signal drawn randomly from
a zero-mean Gaussian distribution with the same variance
as the OFDM signal’s. Since b knows which symbols are
jammed, it stitches the unjammed symbols together to create
a clean version of the OFDM transmission and decodes the
signal to obtain the clear message.

Upon receiving {c,H(s)}, b computes

l̂ = pb 	 c

and decommits the salt by decoding l̂ using the Reed-
Solomon (RS) decoding function:

ŝ = RS(2K ,M,N, l̂).

Due to the error correction capability of Reed–Solomon
codes, s equals to ŝ if and only if l and l̂ differ in less than
2K−1(M − N) bits. Since l = pa 	 d and l̂ = pb 	 d, it is
equivalent in saying that pa and pb must differ in less than
2K−1(M −N) bits for b to retrieve s.

To confirm whether the retrieval was successful, b com-
putes H(ŝ) and compares it with H(s). Depending on
whether they were equal, an ACK or a NAK message is
transmitted from b to a, where the ACK signal signifies
successful patient identification by which the final step of
the key establishment can proceed; and the NAK signal
initiates the reattempts.

To conclude the key establishment, both a and b apply a
key derivation function

k′ = KDF(k, s),

to obtain the secret key.

5 SECURITY ANALYSIS

The security of SIENNA can be formally analyzed based
on the properties of commitment values, and extended
accordingly based on the attacker’s knowledge of the user’s
breathing fingerprint, p.

5.1 Concealment and Binding

Following the analytical conventions of the fuzzy commit-
ment scheme by Juels and Wattenberg [4], we use the prop-
erties of concealment and binding to assess the key evolution
protocol employed by SIENNA.

Definition 1. A binary fuzzy commitment, {χ,H(σ)} =
COMMIT(σ, φ) where σ ∈R {1, 0}ν and H(·) : {1, 0}∗ 7→
{1, 0}µ, is said to be concealing if it is infeasible for any
polynomially-bounded player to guess σ with probability greater
than PROB = 1/2ν .

Definition 2. A binary fuzzy commitment {χ,H(σ)} =
COMMIT(σ, φ) where σ ∈R {1, 0}ν and H(·) : {1, 0}∗ 7→
{1, 0}µ is said to be binding if it is infeasible for any polynomially-
bounded player to retrieve σ using an incorrect opening fea-
ture, e.g., φ̂, HAM(φ, φ̂) > τ , with probability greater than
PROB = 1/2µ.

5.2 Attacker without Knowledge of p

When the eavesdropper does not have the correct context,
SIENNA inherits the security properties of fuzzy commit-
ments, which are reiterated below from [4]:

Claim 1. Suppose s ∈R {1, 0}N∗2
K

and p ∈R {1, 0}M∗2
K

,
the fuzzy commitment construction used by SIENNA, with l =
RS(2K ,M,N, s) ∈R FM2K and c = p 	 l, is concealing with
PROB = 1/2N∗2

K

against an attacker with no prior knowledge
of p.

Claim 2. Suppose s ∈R {1, 0}N∗2
K

and f ∈R {1, 0}M∗2
K

,
the fuzzy commitment construction used by SIENNA, with
l = RS(2K ,M,N, s) ∈R FM2K and c = f 	 l, is binding with
PROB = 1/2M∗2

K

and τ = 2K−1(M −N).

Overall, Claim 1 and 2 characterize the hardness for
an attacker without prior knowledge of f to determine s
from {c,H(s)}; and identify two security parameters, ν
and µ, which govern the security level for concealment
and binding. Assuming that the most effective means of
finding a collision for a hash function is a birthday attack,
which induces a work factor of 2µ/2, we can set ν = 128,
and µ = 256 to guarantee strong concealment and binding
properties, with the hardness similar to finding a collision
in SHA-256.

5.3 Attacker with General Knowledge of p

While the binding level of Claim 2 holds regardless of
the opening feature p’s probability distribution, the con-
cealment level of Claim 1 would degrade if p is drawn
from a non-uniform distribution known to the attacker. By
knowing the distribution of p, the attacker’s strategy to
determine l̂ in the proof for Claim 1 can be computationally
less expensive than inverting H(r) for a uniform random
value, r.

One way to improve the concealment level against an
attacker with knowledge of p’s distribution is to commit
and decommit l using multiple samples (segments) of p as
shown in Section 4.4. The security enhancement stems from
Yao’s XOR lemma [12], which states that computational
weak-unpredictability of Boolean predicates is amplified
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when the results of several independent instances are XOR
together. In other words, the attacker’s advantage due to
bias in p’s distribution diminishes with the increasing num-
ber of ps in the XOR chain; and the diminishing rate defined
in [12].

5.4 Attacker with Full Knowledge of p

The XOR-chain trick would not prevent an attacker with
perfect knowledge of p from retrieving s. This case considers
a malicious, non-compliant patient capable of measuring his
own breathing patterns. Were he also able to capture the
commitment message, {c,H(s)}, he can accurately compute
l = c	 p and decode to obtain s. To prevent such an insider
attack, SIENNA leverages friendly jamming at the physical
layer to obfuscate the commitment for any unintended
receivers.

While SIENNA’s friendly jamming technique is univer-
sally applicable at the physical layer of any digital commu-
nication system, it is particularly effective when augmenting
an OFDM system due to the pseudorandom nature of
the signal. During OFDM modulation, a binary sequence
is converted into N complex numbers in the frequency-
domain, Xn, via quadrature amplitude modulation (QAM),
and subsequently converted into a time-domain sequence,
xk, via the Inverse Fast Fourier transform (IFFT),

xk =
N∑
n=0

Xne
i2πkn/N

where each xk can be regarded as a weighted sum of
N pseudorandom variables, resulting in a pseudorandom
Gaussian signal according to the central limit theorem
(CLT). When the jamming signal is drawn randomly from
a zero-mean Gaussian with the same variance as the OFDM
signal, a single-antenna attacker cannot distinguish between
the jammed and clear signals2, and therefore cannot prop-
erly reconstruct {c,H(s)}.

We can analyze the jamming protection against an in-
sider attack based on a wiretap channel model [15]. We
consider a non-compliant patient using an unauthorized
receiver to intercept the commit message. We denote the
main channel as the wireless channel between a and b,
and the wiretap channel as the medium between the unau-
thorized receiver and either a or b. The frequency-domain
representation of the main channel is then

Ymain = X +
P0

P1
N (0, σ2

0),

while the frequency-domain representation of the wiretap
channel is

Ytap = X +
P

P2
N (0, σ2),

where P0 and σ2
0 denote the average power and variance of

the intrinsic wireless noise, P1 and P2 denote the average
powers of the OFDM signal observed by the receiver and
the unauthorized receiver, and P and σ2 denote average
power and variance of the jamming signal observed by

2. The authors also have shown that channel-randomized version of
the jamming scheme is robust against eavesdropping from a multi-
antenna attacker [7], [13], [14]

the unauthorized receiver. The secrecy capacity [16] of the
wiretap model is

Cs =

[
log

(
1 +

P1

P0

)
− log

(
1 +

P2

P

)]+
.

It has been shown in [6], that the jamming scheme
performs optimally when the OFDM system operates with
high order modulation (at least QPSK), and 1 < P/P2 < 9.3

Therefore, SIENNA prohibits BPSK transmission at any
SNR. The bit error probability for such an OFDM system,
allowing only M-QAM transmission, is

Bmain '
4

log2M
Q

(√
3P1 log2M

P0(M − 1)

)
for the main channel and

Btap '
4

log2M
Q

(√
3P2 log2M

P (M − 1)

)
,

for the wiretap channel, where Q(·) denotes the the tail
distribution function of the standard normal distribution.
The receiver may adjust P to elevate Btap beyond the error
correction capability of the fuzzy commitment to prevent an
insider attack. However, although jamming is only effective
when 1 < P/P2 < 9, P2 is dependent on the location of
the unauthorized receiver, and is unknown to the legitimate
receiver. To address this, the transmitter must create L com-
mitments, each with one sub-salt, and transmit them one by
one. Meanwhile, the receiver must jam the targeted signal
at L different power levels, {Pmax, Pmax/9, . . . , Pmax/9

L−1}.
Given that Bmain is not affected by P , the receiver can re-
cover all sub-salts and XOR them together to obtain the key
evolution salt. In contrast, the unauthorized receiver will fail
to decode at least one sub-salt, and therefore cannot recover
the key evolution salt. The number of jamming levels, L,
can be computed based on the upper bound (the maximum
power supported by the hardware, Pmax) and lower bound
(the noise floor, P0) on the OFDM signal power.

6 EVALUATION

We implemented and empirically evaluated the perfor-
mance of SIENNA. The system prototype consists of
a PRMS implemented with mmWave transceivers/radio
heads, a respiration belt sensor implemented with a piezo-
electric respiration transducer, and a Android-based OSA
application (Fig. 6a). We conducted laboratory and field ex-
periments over one month with the SIENNA prototype and
20 subjects selected through a random sample recruitment
process. All experiments with human subjects are approved
by the Institutional Review Board (IRB) based on the written
consent.

6.1 Implementing SIENNA
SIENNA was developed and tested from 2019 to 2020, with
two iterations of systems designs. The first design employs a
commercial off-the-shelf 4-channel 24GHz monopulse radar

3. The jamming signal is too weak to degrade the OFDM signal when
P/P2 ≤ 1, and too strong to be indistinguishable from the OFDM
signal when P/P2 ≥ 9.
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Fig. 5: Left to right: (a) Implementation of SIENNA with,
an Android application, a contact sensor, and PRMS; (b)
Eavesdropper records signal from PRMS.

transceiver (K-MC4 from RFbeam Microwave GmbH) in-
terfacing a LabVIEW controlled DAQ through four LNA’s
(SR560 from Stanford Research System). The 3dB beam
aperture is 12◦ horizontally and 30◦ vertically. The angle
coverage is between +/-15◦ horizontally. The second de-
sign, aiming to address the reflection noise issue identified
with the first design, is a customized 28GHz OFDM radar
implemented via a mmWave beamforming development kit
(BBox one/UD box from TMYTEK). The kit consists of a 16-
channel 24-31GHz phased array antenna, and a frequency
Up/Down converter, which interfaces with a LabVIEW con-
trolled USRP (USRP-2974 from NI). The 3dB beam aperture
is 13◦ horizontally and 14◦ vertically. The angle coverage is
+/-45◦ horizontally and +/-60◦ vertically.

The respiratory belt is implemented with a piezo-electric
respiration transducer (Model 1132 Pneumotrace II from
UFI), which interfaces with a LabVIEW controlled DAQ.
The Android application communicates via Bluetooth Low
Energy (BLE) with the host computers that control the
mmWave radar(s). The fuzzy committment implementa-
tion leverages the Android BLE APIs to connect to the
Generic Attribute Profile (GATT) servers set up by the
LabVIEW Bluetooth Toolkit on the host computers. The
physical layer jammer is implemented via the Android
application connecting to a Wi-Fi-BT-Bluetooth LE breakout
board (ESP32-WROVER-IB from ESPRESSIF). The jammer
for the mmWave radar is implemented with a LabVIEW
controlled USRP (USRP-2974 from NI).

6.2 Experiment Setup

We conducted laboratory and field experiments over a one-
month period with 20 subjects selected through a random
sample recruitment process. The subjects are between the
ages of 16 and 35, weigh between 42 to 85 kilograms, and
have no prior history of heart disease. The subjects are
asked to participate in multiple trials of sleep studies under
laboratory and everyday settings as detailed below.

Sleep Environment and Data Collection. We furnished
a sleep environments for experimentation. The laboratory
environment consists of 2 twin-size area under a quiet and
dim ambience. During each trial, the subjects are positioned
0.5 meters below the mmWave radar system for data collec-
tion. We continuously monitor the respiration of the subjects
for 1 hour, during which adversarial activities (if planned)

are attempted every 10 minutes. After the experiment, we
extract a 60-second data segment around each activities to
evaluate SIENNA’s performance, with the remaining data
to serve as references. Overall, we collected approximately
30,000 breathing cycle samples for each subject.

Eavesdrop/Spoof. We designed the eavesdropping and
spoofing attacks with a BLE sniffer and spoofer, imple-
mented via Ubertooth and Kismet [17]. During each experi-
ment, one subject was asked to lay down under a mmWave
radar (Fig. 6b). A third-party operated the computer run-
ning the Ubertooth. The packets transmitted by the OSA
application and the mmWave radar were identified based
on their Bluetooth Device Addresses (BDAs) obtained prior
of the experiment. To implement the eavesdropping attack,
the host’s codes recorded the packets containing the fuzzy
commitment and hash value of the new key, which were
analyzed offline in attempt to deduce the keys. To imple-
ment the spoofing attacks, an attacker-generated compliance
tracking data encrypted with the deduced key was trans-
mitted at higher power during data upload toward the OSA
app, in attempt to manipulate the latter into accepting the
fraudulent data, which was verified during offline analysis.

6.3 Performance of Breathing Separation
During each experiment, the signal (mixture) captured by
the mmWave radar (Fig. 7a) was filtered in real-time by
the ICA-JADE-based breathing separation module imple-
mented through a MATLAB script running within Lab-
VIEW. The script filtered the signal with a digital FIR Low
pass filter with cut off frequency of 10 Hz to suppress the
high-frequency noise while preserving the physiological-
related information. The filtered signal was linearly demod-
ulated to compute the phase shifts caused by the displace-
ment(s) of the chest(s) surface(s) during breathing (Fig. 7b
top). Specifically, the script calculated the covariance matri-
ces of the I and Q channel signals and applied eigenvalue
decomposition to the covariance matrices to extract the max-
imum chest displacement information. The demodulated
signal was separated by the ICA-JADE method to isolate
individual respiratory signatures (Fig. 7b bottom).

Finally, the script evaluated the performance of ICA-
JADE by computing the cross-correlation between the iso-
lated signatures with the ground truth obtained from the
respiration transducer. The empirical result shows that the
similarity is above 90% when we limit the experiment
within 60 seconds. As time increases, the subjects tend to
move/turn on the bed, which changes the contribution
of their breathing to the signal mixture, e.g., the mixing
matrix, and the ICA-JADE result deviates from the truth.
Thus, we limited the sensing period of SIENNA during the
subsequent experiments to within 60 seconds to achieve a
stable source separation.

6.4 Performance of Fingerprint Extraction
An individual breathing signature was quantized in parallel
by multiple level-crossing LabVIEW VIs to generate the
binary fingerprint after breathing separation. The breathing
signature (torso deformation) due to changes in respiratory
movement is a complex three-dimensional pattern, and
varies greatly with subject parameters and activity context.
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Fig. 6: Left to right: (a) One person scenario for compliance tracking with patient; (b) Mix-up: patient lies together with
non-patient in close distance; (c) Mix-up: patient lies separately with non-patient; (d) Eavesdropper records signal from
radar.

Based on our preliminary data, the thorax motions due to
respiration and heartbeat are limited within +/-0.5cm and
+/-0.05cm (Fig. 8, and the rates of respiration and heartbeat
are below 15 and 60 per minute, when the subject is at
rest. Therefore, we employed ten level-crossing quantization
branches with a quantization step size of 0.05cm at a sample
rate of 10 per second, to preserve the fine-grained respira-
tory motion when extracting the breathing fingerprint.

To be compatible with the fuzzy commitment protocol,
the quality of the binary fingerprints was evaluated based
on the Hamming distances between fingerprints of the
same subjects observed by the PRMS, as well as different
subjects observed by the PRMS. It has been demonstrated
in various works that human subjects can be sufficiently
distinguished based on their inhales (local maxima), exhales
(local minima), and breathing depth (the area between two
consecutive maxima and in between one minima point).
The similarities of these features directly translate to the
Hamming distances between the quantized fingerprints.
Therefore, comparing the Hamming distances is equivalent
to constructing an equal-weighted linear classifier for pa-
tient identification.

The empirical results (Fig. 8b) show that the average
Hamming similarity per bit between fingerprints of the
same subject observed from different modalities is around
63% when extracted from 6-second breathing signatures
(with 2 breathing cycles). The Hamming similarity increases
almost logarithmically towards 100% as we extend the
duration of the breathing signature to 60 seconds (with 20
breathing cycles). The elevated mean and reduced variance
in the Hamming similarity is mostly due to the extended
time, which allows repeated measurements of the periodic
respiratory effort motion unique to each subject.

On the contrary, the average Hamming similarity per bit
between different subjects’ fingerprints remains below 5%
despite the measurement duration (Fig. 8b). The position
between the mmWave and the subject also poses a signifi-
cant factor, which attenuates the Hamming similarity. As the
subject moves away from the radar’s downrange direction,
the radar measurements deviate from the ground truth
(obtained from the chestband). But their similarity remains
sufficiently high compared to the breathing fingerprints
between different subjects. Overall, the results show that
the Hamming similarity per bit for SIENNA can be set to

around 70% to allow accurate patient tracking.

6.5 Performance of Key Extraction
The binary breathing fingerprints, are chunked into multi-
ple 10-second segments and padded with 0s to meet the
codeword length of the (28, 255, n) Reed-Solomon codes,
e.g., 8 × 255 = 2040 bits. The particular group of Reed-
Solomon codes are chosen to ensure the communicated
data can be measured in exact multiple of bytes (8 bits).
A key salt of 8 × n bits is randomly selected and encoded
with the RS(28, 255, n) Reed-Solomon encoder to generate
the 2040 bits opening value. The opening value and the
(multiple) padded fingerprint segments are XORed together
to generate the 2040 bits commitment.

We evaluate the security of the fuzzy commitment via a
randomness test using the NIST statistical test suite. Based
on 10 million randomly generated key evolution salts (with
entropy per bit equal to one), we measured the randomness
of the opening values and the commitments (Fig. 9a). The
empirical test shows that the entropy per bit drops almost
by half when the key salt is converted into a commitment.
In other words, the entropy of a 2040-bit commitment is
approximately 1000 bits. The primary causes of the reduc-
tion are due to the redundancy in the Reed-Solomon codes
and the human respiratory motion’s cyclic character. Two
additional factors that affect the randomness of the commit-
ment are the quantization levels and the number of the XOR
operation rounds. When the quantization levels increase,
the granularity of the binary sequencing improves, slightly
elevating the randomness of the breathing fingerprints, re-
sulting in a higher degree of entropy in the commitments.
When the commitment is generated with multiple rounds
of XOR operations, the entropy decreases due to the cross-
correlation between fingerprint segments.

We further measured the commitment and reconstruc-
tion time of the key evolution protocol. As the binary quan-
tization takes negligible time to perform, the Reed-Solomon
encoder and decoder’s efficiency dominates the protocol’s
turnaround time. We timed our LabVIEW-based proto-
col implementation with different parity symbol lengths,
k = 255 − n, in the (28, 255, n) Reed-Solomon codes. The
results show that the overall commitment time is below
0.3 seconds and grows linearly to the maximum number
of correctable symbols, k/2, due to the additional Lagrange
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Fig. 7: Left to right: (a) Raw IQ data received by different RF channels of the PRMS in Fig. 6; (b) Breathing mixture obtained
by (linear) demodulating the raw IQ (top), individual breathing patterns after source separation in comparison with the
ones collected by the respiratory belt (bottom); (c,d) time and frequency domain analysis show the inhale and exhale
characters are distinct between the two subjects, which allows patient tracking during modality changes.

interpolations needed to compute the parity symbols (Fig.
9b). The overall reconstruction time is below 0.02 seconds
and grows linearly to k/2, due to the additional syndromes
computed for error corrections (Fig. 9c). The decoding time
is invariance to the number of errors in the codewords,
which is a security advantage as the attacker cannot infer
the decoded message’s correctness based on decoding time.

6.6 Performance under Adversarial Settings

SIENNA’s performance against eavesdropping and spoof-
ing is evaluated by comparing the aggregated bit error rate
(BER) at the receiver versus the aggregated BER at the
attacker side. Due to the application of fuzzy commitment,
the key establishment protocol allows a maximum of 27%
BER in the breathing fingerprints (when using (28, 255, 201)
Reed-Solomon codes) to recover the key salt. Compared to
Fig. 8c, such a BER alone prevents any outside attackers who
cannot observe and mimick the patient’s breathing patterns
from stealing the key salt. Our experiment further showed
that the jamming signal could suppress the attacker’s BER to
approximately 50% within the PRMS’s transmission range,
rendering the fuzzy commitment message that is not decod-
able, even if an attacker could obtain the patient’s breathing
fingerprint. Overall, the CDF of the accumulated BERs for
attackers at any locations within the PRMS’s transmission
range concentrated between 41% to 50% (Fig. 9d) and is well
beyond the correctable range of the selected Reed-Solomon
codes. Thus, the combination of both techniques ensures
sufficient and ensures complete protection of the security
key during modality-switching against both outsider and
insider attacks.

7 RELATED WORKS

The following section provides a brief survey on test com-
pliance tracking, radio-based sensing/verification and co-
presence authentication.

7.1 Test Compliance Tracking

The OSA test compliance tracking works as follows: Prior
to the test, the doctor secures a tracker to the identified
patient. Once attached, the tracker continuously observes

and records the patient’s vital signs until the test is fin-
ished. During the follow-up visit, the compliance data is
compared with the screening data recorded by the OSA test
equipment. If there were significant gaps, during which the
compliance tracker fails to observe the patient’s vital signs
or significant inconsistency between the compliance data
and the OSA screening data, the test would be nullified.
The initial assessment ensures the patient never removes
the tracker, and the subsequent data analysis verifies the
identification information between the patient wearing the
tracker and subject undergoing the test.

Existing industry solutions utilize skin-contacting sen-
sors to execute test compliance tracking [18], [19]. These
approaches are reliable and have minimal chance of false
identifications. However, the patient may feel discomfort
due to the attached sensors, which hampers the confidence
of the test results. Several relevant experiments achieve
identity verification by remotely monitoring and verifying
the subject’s physiological or behavioral traits. Common
methods use imaging or audio sensors to perform facial-
based or voice-based recognition [20]–[22] or authenticate
the subject through behavioral characteristics, such as tactile
dynamics and gait patterns[23], [24]. Though essential, these
methods are not suitable in addressing our problem due to
the low-light and low-sound conditions and the subject’s
state of consciousness during such sleep studies.

7.2 Radio-based Identity Verification

Radio-based identity verification is one of among a few
promising directions in addressing the aforementioned is-
sues. It obtains unique physiological traits from radio sig-
nals reflected from the subject and does not require the
subject’s active involvement or ambient conditions unsuit-
able for the sleeping study. Several research works employ
Doppler radar measurement of cardiopulmonary motion
at decimeter or mmWave band for continuous user au-
thentication [25]–[28]. Others utilize the channel measure-
ment protocols inherent to off-the-shelf WiFi devices to ex-
tract unique features for individual identification [29]–[31].
Recent development further incorporates advanced signal
processing algorithms and machine learning techniques to
improve the identification accuracy and reliability [32], [33].
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Fig. 8: Left to right:(a) Signal reconstructed after 64-level-crossing quantization with vital related dynamic features
preserved; (b) Similarity between belt-based and PRMS-based breathing patterns, measured with the same subject; (c)
Similarity between belt-based and PRMS-based breathing patterns, measured with different subjects; (d) The effect on the
fingerprint similarity due to the change of slant range between the PRMS and the subject.

Despite many advances, two fundamental problems
associated with our setting remain unsolved. First, the
challenges to establish the connection between the radio
signature and the subject’s identity are largely omitted in
existing work. In other words, the initial enrollment, dur-
ing which the system captures the subject’s physiological
measurements to be compared with the traits extracted
from radio signals, is contingent upon the assurance of
the user’s identity, which must be verified in a more re-
liable method. Second, the results in existing work are
mostly obtained through single-subject experiments under
controlled settings [34]–[37]. The challenges to apply radio-
based approaches in complex environments subject to dis-
ruptive events and multiple targets, e.g., scenarios mostly
encountered for in-home sleep arrangements, remain to be
addressed.

7.3 Co-Presence Authentication
Another group of authentication methods applicable to
test compliance tracking is co-presence verification, through
which authenticator-certified devices perceive roughly the
same ambient context via their on-board sensors. Context-
based co-presence verification has been a long-standing
challenge in security research. In [38]–[40], fluctuations in
the radio signal have been used in verifying the immediate
proximity between unmet/unassociated users/devices. In
[11], [41]–[43], mutually-observed ambient context–such as
sound, luminosity, and the correlation between different
sensory modalities– have been exploited to secure the trust
between legitimate parties. Since the context information
are usually noisy and differ between observers, co-presence
verification predominately incorporates error-tolerant algo-
rithms to match close-to but not identical data. Common
techniques include distance-bounding protocols [44], fuzzy
extractor [39], [40], and commitment schemes [11], and
machine learning classifiers [45].

There exist two antithetical issues regarding context-
based co-presence verification, however. On one hand, mo-
mentary snapshots of the ambient context contain little
entropy to be robust against forgery or brute-force attacks.
In our case, the intrinsic entropy of a person’s short-term
breathing pattern can be as low as 3 bits (based on our
empirical analysis), which is significantly lower than the

entropy level required for security credentials. On the other
hand, long-term observations of the ambient context may
increase the randomness of the shared experience, but re-
quire strict data synchronization and processing techniques
to extract usable fingerprints that serve as proof of sustained
co-presence among devices.

8 CONCLUSION

We presented SIENNA, a novel insider-resistant breathing-
based authentication and pairing scheme for at-home
OSA screening systems. By combining fuzzy commitment,
friendly jamming, and JADE-ICA, SIENNA can extract the
unique patterns of a person’s breathing dynamics to per-
form user authentication and device pairing in the presence
of co-located attackers. SIENNA requires minimal setup
from the user’s side to enroll the breathing biometrics
as it transforms the respiratory belt measurements taken
during the user’s routine physical checkup into breathing
biometrics comparable with the PRMS readings, resolving
the phase ambiguity and sampling rate differential between
measurement modalities during the transformation. We for-
mally analyzed the security of SIENNA according to the
attacker’s knowledge of the breathing fingerprints and im-
plemented and tested SIENNA using USRPs and mmWave
beamformers. Our results show that SIENNA allows the
system to uniquely identify the authorized user in an at-
home environment with multiple persons at a greater than
> 90% success rate, while protecting the security key during
the pairing process against an attacker with full knowledge
of the user’s breathing biometrics.
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Fig. 9: Left to right: (a) Average entropy per bit of the fuzzy commitments, e.g., RS encoded key salt XORed with
(multiple) fingerprint segments, measured via NIST tests; (b) Commitment time with RS codes of different message/parity
symbol lengths; (c) Reconstruction time with RS codes of different message/parity symbol lengths and symbols errors; (d)
Performance of SIENNA against eavesdropping and spoofing in terms of aggregated BER.
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darelli, J. Alberdi Garaia, and S. Arrizabalaga Juaristi,
“A comprehensive review of rfid and bluetooth security:
Practical analysis,” Technologies, vol. 7, no. 1, 2019.

[18] “Https://patents.google.com/patent/US8679012B1/en.”
[19] Http://www.sleepreviewmag.com/2018/06/tech-fraudulent-

sleep-data/.
[20] N. A. Fox, R. Gross, J. F. Cohn, and R. B. Reilly, “Robust

Automatic Human Identification Using Face, Mouth, and
Acoustic Information,” en, in Analysis and Modelling of
Faces and Gestures, D. Hutchison, T. Kanade, J. Kittler,
J. M. Kleinberg, F. Mattern, J. C. Mitchell, M. Naor, O.
Nierstrasz, C. Pandu Rangan, B. Steffen, M. Sudan, D.
Terzopoulos, D. Tygar, M. Y. Vardi, G. Weikum, W. Zhao,
S. Gong, and X. Tang, Eds., vol. 3723, Berlin, Heidelberg:
Springer Berlin Heidelberg, 2005, pp. 264–278.

[21] F. F. Li, “Sound-Based Multimodal Person Identification
from Signature and Voice,” en, in 2010 Fifth International
Conference on Internet Monitoring and Protection, Barcelona,
Spain: IEEE, 2010, pp. 84–88.

[22] A. Abushariah, T. Gunawan, J. Chebil, and M.
Abushariah, “Voice based automatic person identifica-
tion system using Vector Quantization,” en, in 2012
International Conference on Computer and Communication
Engineering (ICCCE), Kuala Lumpur, Malaysia: IEEE, Jul.
2012, pp. 549–554.

[23] R. Collins, R. Gross, and Jianbo Shi, “Silhouette-based
human identification from body shape and gait,” en,
in Proceedings of Fifth IEEE International Conference on
Automatic Face Gesture Recognition, Washington, DC, USA:
IEEE, 2002, pp. 366–371.

https://sleepreviewmag.com/sleep-diagnostics/tech-fraudulent-sleep-data/
https://sleepreviewmag.com/sleep-diagnostics/tech-fraudulent-sleep-data/
https://sleepreviewmag.com/sleep-diagnostics/tech-fraudulent-sleep-data/
https://sccn.ucsd.edu/~arno/eeglab/auto/jader.html
https://sccn.ucsd.edu/~arno/eeglab/auto/jader.html


IEEE TRANSACTIONS ON MOBILE COMPUTING, VOL. XX, NO. X, XXXX XXXX 13

[24] P. Connor and A. Ross, “Biometric recognition by gait: A
survey of modalities and features,” en, Computer Vision
and Image Understanding, vol. 167, pp. 1–27, Feb. 2018.

[25] V. C. Chen, “Doppler signatures of radar backscattering
from objects with micro-motions,” IET Signal Processing,
vol. 2, no. 3, pp. 291–300, 2008.

[26] P. O. Molchanov, J. T. Astola, K. O. Egiazarian, and A. V.
Totsky, “Target classification by using pattern features
extracted from bispectrum-based radar Doppler signa-
tures,” in 2011 12th International Radar Symposium (IRS),
IEEE, 2011, pp. 791–796.

[27] A. Rahman, E. Yavari, V. M. Lubecke, and O.-B. Lubecke,
“Noncontact Doppler radar unique identification system
using neural network classifier on life signs,” in 2016
IEEE Topical Conference on Biomedical Wireless Technologies,
Networks, and Sensing Systems (BioWireleSS), IEEE, 2016,
pp. 46–48.

[28] P. Van Dorp and F. C. A. Groen, “Feature-based human
motion parameter estimation with radar,” IET Radar,
Sonar & Navigation, vol. 2, no. 2, pp. 135–145, 2008.

[29] H. Abdelnasser, K. A. Harras, and M. Youssef,
“UbiBreathe: A ubiquitous non-invasive WiFi-based
breathing estimator,” in Proceedings of the 16th ACM In-
ternational Symposium on Mobile Ad Hoc Networking and
Computing, 2015, pp. 277–286.

[30] J. Liu, Y. Wang, Y. Chen, J. Yang, X. Chen, and J. Cheng,
“Tracking vital signs during sleep leveraging off-the-
shelf wifi,” in Proceedings of the 16th ACM International
Symposium on Mobile Ad Hoc Networking and Computing,
2015, pp. 267–276.

[31] J. Zhang, B. Wei, W. Hu, and S. S. Kanhere, “Wifi-
id: Human identification using wifi signal,” in 2016 In-
ternational Conference on Distributed Computing in Sensor
Systems (DCOSS), IEEE, 2016, pp. 75–82.

[32] J. Liu, Y. Chen, Y. Dong, Y. Wang, T. Zhao, and Y.-D. Yao,
“Continuous User Verification via Respiratory Biomet-
rics,”

[33] S. M. Islam, A. Rahman, E. Yavari, M. Baboli, O. Boric-
Lubecke, and V. M. Lubecke, “Identity Authentication
of OSA Patients Using Microwave Doppler radar and
Machine Learning Classifiers,” in 2020 IEEE Radio and
Wireless Symposium (RWS), IEEE, 2020, pp. 251–254.

[34] A. Rahman, V. M. Lubecke, O. Boric-Lubecke, J. H. Prins,
and T. Sakamoto, “Doppler Radar Techniques for Accu-
rate Respiration Characterization and Subject Identifica-
tion,” en, IEEE Journal on Emerging and Selected Topics in
Circuits and Systems, vol. 8, no. 2, pp. 350–359, Jun. 2018.

[35] F. Lin, C. Song, Y. Zhuang, W. Xu, C. Li, and K. Ren, “Car-
diac Scan: A Non-contact and Continuous Heart-based
User Authentication System,” en, in Proceedings of the 23rd
Annual International Conference on Mobile Computing and
Networking - MobiCom ’17, Snowbird, Utah, USA: ACM
Press, 2017, pp. 315–328.

[36] K. Shi, C. Will, R. Weigel, and A. Koelpin, “Contactless
person identification using cardiac radar signals,” en, in
2018 IEEE International Instrumentation and Measurement
Technology Conference (I2MTC), Houston, TX: IEEE, May
2018, pp. 1–6.

[37] S. M. M. Islam, A. Rahman, N. Prasad, O. Boric-Lubecke,
and V. M. Lubecke, “Identity Authentication System
using a Support Vector Machine (SVM) on Radar Res-
piration Measurements,” en, in 2019 93rd ARFTG Mi-
crowave Measurement Conference (ARFTG), Boston, MA,
USA: IEEE, Jun. 2019, pp. 1–5.

[38] A. Scannell, A. Varshavsky, A. LaMarca, and E. De Lara,
“Proximity-based authentication of mobile devices,” In-
ternational Journal of Security and Networks, vol. 4, no. 1-2,
pp. 4–16, 2009.

[39] A. Narayanan, N. Thiagarajan, M. Lakhani, M. Hamburg,
and D. Boneh, “Location privacy via private proximity
testing.,” in NDSS, vol. 11, 2011.

[40] Y. Zheng, M. Li, W. Lou, and Y. T. Hou, “Location Based
Handshake and Private Proximity Test with Location
Tags,” IEEE Transactions on Dependable and Secure Com-
puting, vol. 14, no. 4, pp. 406–419, Jul. 2017.
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